
endoscopic product

• Technology for fascia/peritoneum closure

• Ability to close multiple sites during same procedure

• Closure under visualization

• Mitigates the possibility of port site hernias

• Closure without having to extend the incision

• One handed operation

• Sterile and single use device

The DeRoyal® SutureClose™ aids in closing incisions and offers a spring-loaded 

grasper to help guide the suture when closing the site. With a push of a button, 

the grasper is engaged and is ready to accept the suture. Once the suture is firmly 

grasped, and the button is disengaged, the suture retracts into the needle shaft. 

Simply insert the needle into the peritoneum and release the suture using the needle 

guide.  Reverse the angle of the grasper and retrieve the suture for closure of the 

incision site. 

28-1001 Laparoscopic Closure Needle and Guide 10 / Case

SutureClose™ 

Laparoscopic Port Closure System

SutureClose™ Laparoscopic Port Closure System

The following information should be read before using this device.
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◆ Description:
Unimax OmniClose trocar site closure device is a sterile and single 
–use product. It incorporates a 5mm cone shaped needle 
introducer, and a 15 cm needle with retractable jaws. The device 
has application in laparoscopic procedures for approximation of 
tissues and percutaneous suturing for closing incision sites. The 
device must be used with a suture of appropriate size to close the 
incision site.

◆ Contraindications:
1. Do not use where laparoscopic techniques are generally contraindicated.
2. Do not use Unimax OmniClose trocar site closure device where is not possible to visualize the tip of the 

device during insertion or removal.

◆ Instructions for Use:
1. Insert the needle introducer with the holes aligned vertical to the trocar wound. Depress the top button 

to expose the jaws inside the stylet and load the suture. Puncture the needle through fascia, muscle 
and peritoneum into the abdomen. Drop the suture and remove the OmniClose needle. 

2. Insert the OmniClose needle through the other hole of the needle introducer. Puncture the OmniClose 
needle through all the layers and pick up the suture with the jaws of OmniClose needle.

3. Pull the suture up through the peritoneum, muscle, fascia and needle introducer.  
4. Remove the needle introducer and tie off the suture. 

    Warnings and Precautions:
•  Federal (U.S.A) law restricts this device to sale, distribution, and use by, or on the order of a physician.
•  This product is EO sterilized and for single use only. Please do not re-use or re-process to avoid 

irreversible injury and device malfunction.
•  Do not use the product if the package is opened or damaged.
•  Store this device in a dry, clean and safe place. Keep the device away from flammable and 

combustible chemicals and materials.
•  Please follow universal guidelines upon medical waste disposal to avoid any potential cross-infection, 

environmental contamination or injury caused by sharps waste.
•  Do not depress the button during insertion of Unimax OmniClose trocar site closure device; to do so 

may prevent the needle tip from penetrating tissue.
•  Do not depress the button during removal of Unimax OmniClose trocar site closure device to ensure 

that the hooked end does not inadvertently catch tissue.
•  Always visualize the tip either directly or through a laparoscope during insertion and removal of Unimax 

OmniClose trocar site closure device to prevent an unintentional puncture of underlying organs.
•  After removing Unimax OmniClose trocar site closure device from the abdominal cavity, always 

inspect the site for hemostasis.

Step1 Step2 Step3 Step4

If further information is required, please contact:

EC REP                      

            UNIMAX MEDICAL SYSTEMS INC
8F-2, NO. 127, Lane 235, Pao Chiao Rd, Hsin Tien city, Taipei, Taiwan.
Tel: +886-2-8919-1698   Fax: +886-2-8919-1528
www.unimaxmeds.com , Email:unimax@unimaxmeds.com 

                       MDI Europa GmbH
Langenhagener Str. 71, 30855 Langenhagen, Germany
Tel:  +49-511-3908 9530
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Grasper
(Shown Close-up)

Guide to help place suture & 
mitigate loss of pneumoperitoneum

Push button to 
engage/disengage 

grasper
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